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THES SYMBOL INDICATES CIRCUIT GROUND. 
THES SYMBOL INDICATES CHASSIS GROUND. 
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1. NOMINAL LINE VOLTAGE OF 120 VAC 1240 VAC). 
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ALL RESISTORS ARE 1/2-WATT UNLESS MARKED 
OTHERWISE. RESISTOR VALUES ARE IN OHMS 
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UNLESS MARKED OTHERWISE. 
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UNLESS MARKED OTHERWISE. 
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